v, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
o > STATE PUBLIC HEALTH LABORATORY

%) BREATH ALCOHOL PROGRAM RECEIVED
By Carcl Day at 9:01 am, Sep 24, 29{{“3.

ORT #6

Complele this report at the ime of the regutar monihly prevenlive mainienance check {not to exceed 35 days).
Complete this repor! whenever the inslrument Is serviced or repaired and whenever it is placed Inlo service.
Retain ihe originat and send a copy within 16 days lo the Brealh Alcoho! Program, DHSS.

DATARASTER S5 . NAME OF AGERCY OATE OF SFECHON
202005 NV ADYET  msiP /a1 [ 2013
LOCATION DF INSTRIBIENT {STREET AND CITY) TUAE OF INSPECTION
DONIONAY  POLICE DEPART MELLT i13)

CHECKLIST: Place a mark in he box by each item if found to be satisfaclory or If operaling within established limits. (Wrile in observed valuas
where determined.) Unmarked ilems must be corrected before using instrument.

] DIAGNOSTIC GHEGK (PRINTOUT ATTAGHED) DATE AND TIME (from printout) 0‘]/& } / 3 13
COMPUTER DETECTOR
PROGRAM & FuteRS
[n] HEATERS SAMPLE CHAMBER __ () °C B auarTz sTanpARD
'K rLow beTECTOR (Al causraTion
PUMP HIGH SPEED [d PamTER

N INDICATOR LIGHTS
B simuLaron soLution suppLiER REPLO MARXETING,  oT# 1300 EXP. DATE iﬁ/,@_?t 15

f 4 - : ,
[ sSwULATOR TEMP (34°C 2 0.2°C) 3Y °c simuLator sy _L1ES 39Y EXP, DATE O_LQ/_J_OZIH_
P CAUBHATION CHECK — (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a standard solution, Al three tests mus! be wilhin +5% of the standard value and must have a spread of 005 or
less. Mark 1he box comesponding to the standard solution being used. {PRINTOUT ATTACHED)

[ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ ] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1e ) O© TEST2e | () O TEST3 e O

[ PERFORM R EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

(.15-.19) & |OVER.19 'S

REFUSALS O (0-.04} O {.05-.08) 0 {1014} l

LIST ANY HEW PARTS AND DESCRIGE AMY AUTEHATION O MODIFICATION THAT WAS WADE YO RESTORE THE IiSTAUMENT YO OPERATE SATISFACTORILY ANG WITHIN ESTABLISHED LIMHS
{USE OTHER SIBE IF NECESSARY).

OV eRATES Wi STAWDARD S

INSPECTING OFFICER

SIGNATLIE ' ' ' T | PRNTFULL HAME ' ‘

> ‘Mm B (nadd Russet. 6, ARJo

TYPE it ERHT RUMSEREXPIRATION DMTE i ‘ TELEFHONE RUMBER o
220273 S 515 KUO~9500

AETURN COMPLETED REPORT TO THE: Breath Alcoho! Program, MO Bepartment of Health and Senior Services, Southeas! Dislrici Office
2875 James Blvd.
Paplar Bluff, MO 639014

MO L65-1468 (203} A ESUAL CRRZATUSIE AR FSWTATIVE ROTIORN ELPLOFER ARG
TACE S FINVEG D6 B KON A Ay bRt




REPCO MARKETING INC.

-+ - 31011688 STONYEROOK DRIVE ,
RALEIGH, NC. 276804 -
975-876-83480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER. RepCo Marketmg, Inc.
LOT NUMBER: 13001 '
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supphed Lot Number.
- 13001 of Alcohol Certified Solution for simulators. Random samples of said lot.
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __.1215 - gms/dl +/-.003 gns/dl wt/vol ethanol (95%
Confidence). | ,
The alcohol and distilied water used in the solution were found to be free of
any interferring substance. : :
This solution will produce & vapor alcohol value of 100 +-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a- simulator
- (95% Confidence). _ ‘
The date of manufacture for this lot number is___March 8, 2013
The expiration date for this lot number is March 7, 2015.
11:59 p.m.

ThlS document is a true represenﬁon of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Inc.

B

Form RM 02
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otate of Missouri
DEPARTMENT OF HEALTH

PER M IT
TYPE

RUSSELL B ARNOLD

is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for %m determination of the aicoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577. o”ﬁ mmzo 1986.

oo 097152012 e Fm -
_ Director of State Public Health Laboratory
Number Nmowﬂw ) W\
«\.eﬁi..\\ \\« ..wn&\«.:.i\\x\

expires 09/15/2014
Director, Department of xmmz:

MO 580-0771 (7-88) Lab. 4 (R7-88)




